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This NASA Tech Brief is issued by the Technology Utilization Division to acquaint 
industry with the technical content of an innovation derived from the space program. 


Micromachining Produces Optical Apertures to Micron Dimensions 



The problem: Investigation and measurement of 
discrete components of light rays have been limited 
in the past by the size of optical entrance and exit 
apertures available. Prior techniques have produced 
minimum aperture widths no smaller than 10 microns. 
The solution: A manufacturing method that pro- 
duces rectangular optical apertures to minimum di- 
mensions of 0.006-inch a=0.0005-inch long by 4.5- 
microns ±0.5-micron wide. 

How it's done: A base plate or disc is machined 
and lapped to near-perfect flatness. Two rectangular 
blocks are chamfered along one corner of their longest 
dimension to a knife-blade edge. A small (0.006-inch 


±0.0005-inch) chamfered hole is machined in the 
base on a microdrilling machine so that the chamfer 
accomplishes a knife-blade configuration in the above 
dimension at the lapped (fiat) side of the base. The 
aperture is formed under a high-powered toolmaker’s 
microscope by laying the two knife -edged blocks over 
the miniature knife-edged hole in the base. The two 
knife edges form the width of the aperture and the ex- 
posed portion of the hole in the base forms its length. 
Calibration of the aperture is also accomplished using 
the toolmaker’s microscope. When calibrated, the unit 
is positioned by precision dowel pins and held in place 
by small screws. 

(cominued overleaf) 


This document was prepared under the sponsorship of the National 
Aeronautics and Space Administration. Neither the United States Govern- 
ment, nor NASA, nor any person acting on behalf of NASA: A. Makes 
any warranty or representation, express or implied, with respect to the 
accuracy, completeness, or usefulness of the information contained in 


this document, or that the use of any information, apparatus, method, 
or process disclosed in this document may not infringe privately-owned 
rights; or B. Assumes any liabilities with respect to the use of, or for 
damages resulting from the use of, any information, apparatus, method, 
or process disclosed in this document. 


Notes: 

1. The knife edges and hole edge are all in the same 
relative plane, allowing the complete aperture to 
be focused at the same focal point. 

2. This method was used in the manufacture of the 
entrance and exit apertures of the Orbiting Solar 
Observatory (OSO-B) spectrophotometer. 

3. Inquiries concerning this invention may be directed 
to: 


Patent status: NASA encourages the immediate 
commercial use of this invention. Inquiries about ob- 
taining rights for its commercial use may be made to 
NASA Headquarters, Washington, D.C., 20546. 
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